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The Muon ATLAS MicroMegas Activity (MAMMA) focuses on the development and testing 
of large-area muon detectors based on the bulk-Micromegas technology. These detectors are 
candidates for the upgrade of the ATLAS Muon System in view of the luminosity upgrade of 
Large Hadron Collider at CERN (sLHC). They will combine trigger and precision measurement 
capability in a single device. A novel protection scheme using resistive strips above the readout 
electrode has been developed. The response and sparking properties of resistive Micromegas 
detectors were successfully tested in a mixed (neutron and gamma) high radiation field, in a X-ray 
test facility, in hadron beams, and in the ATLAS cavern. Finally, we introduced a 2-dimensional 
readout structure in the resistive Micromegas and studied the detector response with X-rays. 
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1. Introduction 

The Micromegas (Micro-MEsh Gaseous Structure) detectors have been invented for the detec- 
tion of ionizing particles in experimental physics, in particular in particle and nuclear physics. It 
was first proposed in 1996 [1]; its basic operation principle is illustrated in Fig. 1. A planar drift 
electrode is placed few mm above a readout electrode. The gap is filled with ionization gas. In 
addition, a metal mesh is placed ~ 0.1 mm above the readout electrode. The region between drift 
electrode and mesh is called the drift region, while the region between mesh and readout electrodes 
is called the amplification region. Both the mesh and the drift electrode are set at negative high 
voltage, so that a electric field of ~ 600 V/cm is present in the drift region and a field of ~ 50 
kV/cm is present in the amplification region. The readout electrodes are set to ground potential. 
Charged particles transversing the drift region ionize the gas. The resulting ionization electrons 
drift towards the mesh with a drift velocity of 5 cm//is. The mesh itself appears transpai^ent to the 
ionization electrons when the electric field in the amplification region is much larger than that in 
the drift region. Once reaching the amplification region, the ionization electrons cause a cascade 
of secondary electrons (avalanche) leading to a lai^ge amplification factor, which can be measured 
by the readout electrodes. A significant step in the development of Micromegas detectors was 
achieved in 2006 and its known as buLk-Micromegas technology. A detailed description can be 
found in [2]. 



2. Resistive Chambers 

The thin amplification region together with its high electric field implies a large risk of spark- 
ing. Sparks can cause damage to the detector itself, on the underlying electronics, but lead also 
to significant dead-times. This serious disadvantage was overcome recently, with the development 
of spark resistant Micromegas chambers by the MAMMA group [3] . The resistive Micromegas 
developed by MAMMA group has separate resistive strips rather than a continuous resistive layer 
to avoid charge spreading across several readout strips and to keep the area affected by a discharge 
as small as possible. The resistive strips are separated by an insulating layer from the readout strips 
and individually grounded through a lai^ge resistance. The Micromegas structure is built on top of 
the resistive strips. It employs a woven stainless steel mesh which is kept at a distance of 128 jim 
from the resistive strips by means of small pillars (Fig. 1). Above the amplification mesh, at a dis- 
tance of 4 or 5 mm, another stainless steel mesh serves as drift electrode. The signal on the readout 
strips is then capacitively coupled to resistive strips. It has been shown that this design provides a 
spai'k-resistant layout for Micromegas chambers even in very high flux environments [4] . 
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Figure 1: Resistive Micrommegas Layout. 



2 



Development and Performance of spark-resistant Micromegas Detectors 



George lakovidis 



The basic Micromegas design can be easily extended to a two-dimensional readout. The read- 
out strips in the x-direction are placed parallel to the resistive strips, while the readout-strips in 
the y-direction are placed perpendicular. All strips are separated by isolation material. The signal 
on the readout strips is again capacitively coupled to resistive strips. Hence it is expected that the 
induced signal on the x-strips is smaller then the signal on the y-readout strips due to the larger 
distance to the resistive strips and screening effects. In order to ensure that the induced charge in 
both layers is of similar magnitude the lower readout-strips should be wider. 

We present here preliminary results on the performance of spark resistant Micromegas cham- 
bers in a beam of neutrons with a flux of lO^Hz/cm^. The detectors have been operated with three 
Ar:C02 gas mixtures, with 80:20, 85:15 and 93:7. Fig. 2 shows a comparison of the the high 
voltage drop in case of sparks and the current that chamber draws for the bulk Micromegas on the 
left and resistive one on the right. Only a few sparks per second were observed in a beam with 
1.5-10^ neutrons /cm^/s. Hence, the spark signal is reduced by a factor of 1000 compared to a 
standard Micromegas. The spark rate was found four times higher with the 80:20 compared to the 
93:7 Ar:C02 gas mixture. The neutron interaction rate was found independent of the gas. 
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Figure 2: Performance of standard (left) and resistive (right) Micromegas chambers. 
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